ICU Equipment : Greek
I ICCM
'

Ti gival To Opyavo EAéyxou AitrAa oto KpeBarTi;
What is a Bedside Monitor?

To 6pyavo eAéyxou ICU, 1Tou poiadel e 080vn TNAEOPAONG ] UTTOAOYIOTH), ETTIOEIKVUEI
OPIOMEVEG ATTO TIG KUPIEG AEITOUPYIEG TOU OWHATOG HE OUVEXEIG KUPMATOUOPYEG i aplBuoug.
Opiopéveg atrd TiIGg ouvnBEoTEPA EAEYXOMEVEG AEITOUPYIES €ival O KAPBIaKOG OPUYUOG Kal
puBuoég (ECG), n aptnpiakn Trieon, N BEpUOKPACia TOU CWHATOG, 0 PUBUGG Kal N
TTEPIODIKOTATA TNG AVOATTIVONG KAl 0 KOPEOHUOG 0EUYOVOU (MIa EVOEIEN TNG TTOOOTNTAG
oguybvou oTo aiua).

Mwg AsiToupyei;

How Does It Work?

O aoBevng £xel DIaQOPETIKA €idnN AIoONTAPILWY CUCKEUWY OUVOEDENEVA E TO CWHA TOU,
(1T1.X. NAekTPOdIa ECG, KEVTPIKOI QAEBIKOI KABETAPES) TTOU CUVOEOVTAI OTO OPYAVO EAEYXOU
ME oUppaTa (atrokaAoupeva KaAwdia). O aioBnThHPIEG CUOKEUEG OTEAVOUV NAEKTPOVIKG
onNuaTa HEow TwWV KAAwdiIwWV 0To Opyavo eAEyXOU, TO OTTOIO ETTIOEIKVUEI ETTEITA TO OAUATA.
To Opyavo eAEyxOU £XEI CUVAYEPPOUG, OI OTTOIOI UTTOPOUV VA OTEIAOUV OAPA OTO
TTPOCWTTIKG AV HIa CWUATIKN AgIToupyia XpeIddeTal TIPOCOXH.

OAoi o1 aoBeveic Tou voonAeuovtal oto ICU cuvdéovtal pe €va Opyavo eAéyxou dIiTTAa aTo
KPEPRATI KaTd TN OIAPKEIA TNG TTAPANOVAG TOUuG. H ouvdeon pe To Opyavo eAéyxou diTTAa
OTO KPEPRATI deV TTPOKAAEI TTOVO GTOV ACOEvr).

Ymdpyxouv Tuxév ETiTrAokég;

Are There Any Complications?

OAeg o1 erepPaoccig kal diadikaoieg EvraTikng MNapakoAouBnong eykupovouv KATTOI0
BaBuod mBavou Kivouvou akdéua Kal Otav yivovTal atrd €I0IKEUPEVO Kal TTETTEIPANEVO
TTPoowTTIKS. MapakaAeioBe va culnTACETE AUTA Ta {NTAPATA PE TO IATPIKO KAl
VOONAEUTIKO TTPOCWTTIKOG TTOU PPOVTI(El TOV QOBEV.

‘Exete EpwTtnoEig;

Any questions?

QuoiKd, av £xeTe OTTOIECONTTOTE EPWTACEIG ] AVNOUXIES, TTAPAKAAEICOE va TIG oulnTroETE
ME TIC VOOOKONEG Kal TOUG YIaTPOoUGS TNG povadag ICU.
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